
PROFICIENCY TESTING AUSTRALIA

Lab Code

RANGE (V) NOMINAL VALUE (V) LAB CORRECTION (µV) LAB UNCERTAINTY(µV)

0.1 0 -0.2 7

0.1 0.1 2.51 7

0.1 -0.1 -2.19 7

1 1 13.5 43

1 -1 -8.1 43

10 5 61 230

10 10 135 430

10 -5 -53 230

10 -10 -103 430

100 100 390 4700

100 -100 -190 4700

1000 100 800 4700

1000 1000 13300 44000

1000 -1000 -7800 44000

RANGE (A) NOMINAL VALUE (A) LAB CORRECTION (µA) LAB UNCERTAINTY(µA)

0.01 0.01 -0.25 0.97

0.1 0.1 -3.21 9.7

3 1 -239.8 330

LAB CORRECTION (Ω) LAB UNCERTAINTY (Ω)

0.00121 0.0081

-0.31 8.7

-41 4700
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PROFICIENCY TESTING AUSTRALIA

Lab Code

     

RANGE (V)
FREQUENCY 

(kHz)

NOMINAL 

VALUE (V)
LAB CORRECTION (mV) LAB UNCERTAINTY(mV)

0.1 1 0.01 0.00057 0.023

0.1 1 0.1 0.0098 0.039

1 0.057 1 0.0066 0.28

1 1 1 -0.0179 0.28

1 50 1 -0.6595 0.82

10 0.057 10 -0.133 2.8

10 1 10 0.255 2.8

10 50 10 -5.4 8.2

100 0.057 100 3.45 41

100 1 100 10.18 41

100 50 100 -61.57 100

750 0.057 750 31.4 310

750 1 750 -10.5 310

750 50 750

RANGE (A)
FREQUENCY 

(kHz)

NOMINAL 

VALUE (A)
LAB CORRECTION (µA) LAB UNCERTAINTY(µA)

1 0.057 0.01 -1.584 4.7

1 1 0.01 -1.285 4.7

1 0.4 0.1 -11.02 47

1 1 0.1 -13.16 47

3 0.057 1 -90.6 470

3 0.4 1 -63.5 470

3 1 1 -41.2 470

Laboratory Name: HK CALIBRATIONS PTY LTD Temperature (°C): 23.2

Testing Officer: NILAY PATEL Report Date: 02/10/2019
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